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Magnification Calibration Table 

  

Acc. Voltage  
 

2keV 
  

5keV 
Magnification WD X Y X Y 

  10 97.994±0.004 88.600±0.007 99.394±0.004  88.000 ±0.007 

100 20 94.590±0.004 87.000±0.007  97.994±0.004 88.000±0.007 

  30 97.390±0.004 88.000±0.007  97.394±0.004 88.000±0.005 

  10 489.902±0.005 445.822±0.006  489.902±0.005 445.822±0.006 

500 20 485.900±0.005 439.820±0.006 489.902 ±0.005 439.824±0.006 

  30 487.900±0.005 439.820±0.006 487.902±0.005  439.824±0.006 

  10 985.803±0.005 889.644±0.008  983.803±0.005 889.644±0.008 

1000 20 977.800±0.005 882.850±0.008  997.800±0.005 975.610±0.008 

  30 979.800±0.005 879.650±0.008  979.804±0.005 879.648±0.008 

  10 4954.955±0.018 4895.103±0.016  4954.555±0.018 4745.255±0.016 

5000 20 4904.900±0.018 4395.600±0.017  5005.005±0.018 4445.554±0.017 

  30 4854.850±0.018 4395.600±0.017  4854.855±0.018 4445.554±0.017 

  10 9909.910±0.013 8891.109±0.011 9859.860±0.013 8841.159±0.011 

10000 20 9759.760±0.013 8891.110±0.011  9959.960±0.013 8891.109±0.011 

  30 99091.910±0.013 9090.910±0.011  9909.269±0.013 9140.859±0.011 

  10 19919.200±0.011 18031.968±0.011  20070.070±0.011 17632.368±0.011 

20000 20 19819.920±0.013 18031.970±0.011  20420.420±0.013 17782.218±0.011 

  30 ****** ******  19269.269±0.011 17082.917±0.014 



 
 
 

 
 
 
 
 

 
 
 
 
 
 
 
 
 
 

Realizado por: 
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10keV 
 

20keV 
 

30keV 
X Y X Y X Y 

98.594±0.004 89.000±0.007 98.594±0.004 89.000±0.007  98.594±0.004 88.000±0.007 

97.394±0.004 88.000±0.006 97.944±0.004 88.000±0.007  98.594±0.004 88.000±0.007 

97.394±0.004 88.000±0.007 98.594±0.004 88.000±0.007  97.994±0.004 88.000±0.007 

489.902±0.005 443.822±0.006 493.901±0.005 443.822±0 .006 493.901±0.005 439.824±0.006 

485.903±0.005 439.824±0.006 485.903±0.005 443.822±0 .006 493.901±0.005 439.824±0.006 

495.901±0.005 443.822±0.006 493.901±0.005 439.824±0 .006 493.901±0.005 439.824±0.006 

985.803±0.005 889.644±0.008 985.803±0.005 879.648±0 .008 985.803±0.005 879.648±0.008 

979.804±0.005 879.648±0.008 979.804±0.005 883.647±0 .008 985.803±0.005 879.648±0.008 

979.804±0.005 879.648±0.008 985.803±0.005 889.649±0 .008 985.803±0.005 879.648±0.008 

4954.955±0.018 4395.604±0.017 4954.955±0.018 4495.504±0.017 4954.955±0.018 4445.554±0.017 

4904.105±0.018 4395.604±0.017 4954.955±0.018 4495.504±0.017 4954.955±0.018 4445.554±0.017 

4904.905±0.018 4495.504±0.017 4954.955±0.018 4445.554±0.017 4954.955±0.018 4445.554±0.017 

9159.159±0.013 8941.059±0.011 9909.910±0.013 8941.059±0.011 9909.910±0.013 8841.159±0.011 

9909.910±0.013 8841.159±0.011 9859.860±0.013 8841.159±0.011 9909.910±0.013 8891.109±0.011 

9809.810±0.013 8941.059±0.011 9909.910±0.013 8891.109±0.011 9859.860±0.013 8841.159±0.011 

19819.820±0.011 17782.218±0.011 19819.820±0.011 19530.470±0.011 19810.820±0.011 17682.318±0.011 

19919.920±0.011 18131.868±0.011 19819.820±0.011 17882.118±0.011 19769.770±0.011 17682.318±0.011 

19869.870±0.011 17932.068±0.011 17917.918±0.014 19880.120±0.011 19719.720±0.013 17532.468±0.011 


